
SECTION 6 

ERROR REPORTS 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/10/2011 
Time: 14:12:56 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-02-080 
SOLUTION CONCENTRATION: 0.080 

BLANK TEST 
CALIBRATION CHECK 

0.000 14:13 
PASSED 14:13 

Simulator Timed Out fes^c?^0'1! 

D M T Serial Number #100170 Page 1 of 1 08/10/2011 2:15 PM 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/10/2011 
Time: 14:35:08 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-03-160 
SOLUTION CONCENTRATION: 0.161 

BLANK TEST 
CALIBRATION CHECK 

0.000 14:36 
PASSED 14:36 

Simulator Temperature Too Low 

D M T Serial Number #100170 Page 1 of 1 08/10/2011 2:36 PM 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/10/2011 
Time: 14:37:31 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-03-160 
SOLUTION CONCENTRATION: 0.161 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 

0.000 
PASSED 

14:38 
14:38 

DMT Serial Number #100170 Page 1 of1 08/10/2011 2:39 PM 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/10/2011 
Time: 14:56:10 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 11-34-400 
SOLUTION CONCENTRATION: 0.400 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 

0.000 
PASSED 

14:57 
14:57 

D M T Serial Number #100170 Page 1 of1 08/10/2011 2:58 PM 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/10/2011 
Time: 16:07:48 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-04-080A1 
SOLUTION CONCENTRATION: 0.080 

BLANK TEST 0.000 16:08 
CALIBRATION CHECK PASSED 16:08 
Simulator Timed Out SgpC ,\ 

DMT Serial Number #100170 Page 1 of 1 08/10/2011 4:09 PM 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/11/2011 
Time: 09:22:09 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 11-33-080 
SOLUTION CONCENTRATION: 0.080 
BLANK TEST 0.000 09:23 
CALIBRATION CHECK PASSED 09:23 

Simulator Timed Out 

DMT Serial Number #100170 Page 1 of 1 08/11/2011 9:24 AM 



A C C U R A C Y & P R E C I S I O N R E P O R T 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/11/2011 
Time: 09:40:13 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-03-160 
SOLUTION CONCENTRATION: 0.161 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 

0.000 
PASSED 

09:41 
09:41 

D M T Serial Number #100170 Page 1 of 1 08/11/2011 9:42 A M 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/11/2011 
Time: 10:13:39 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 11-34-400 
SOLUTION CONCENTRATION: 0.400 
BLANK TEST 0.000 10:14 
CALIBRATION CHECK PASSED 10:14 
Simulator Timed Out 

D M T Serial Number #100170 Page 1 of 1 08/11/2011 10:15 A M 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/11/2011 
Time: 10:16:04 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 11-34-400 
SOLUTION CONCENTRATION: 0.400 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 

0.000 
PASSED 

10:16 
10:17 

D M T Serial Number #100170 Page 1 of 1 08/11/2011 10:17 A M 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/11/2011 
Time: 10:18:27 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 11-34-400 
SOLUTION CONCENTRATION: 0.400 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 

0.000 
PASSED 

10:19 
10:19 

DMT Serial Number #100170 Page 1 of1 08/11/2011 10:20 A M 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/11/2011 
Time: 10:20:56 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 11-34-400 
SOLUTION CONCENTRATION: 0.400 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 

0.000 
PASSED 

10:21 
10:21 

D M T Serial Number #100170 Page 1 of 1 08/11/2011 10:23 A M 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/11/2011 
Time: 11:02:03 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-05-040M 
SOLUTION CONCENTRATION: 0.040 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 

0.000 
PASSED 

11:02 
11:03 

D M T Serial Number #100170 Page 1 of 1 08/11/2011 11:03 A M 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/11/2011 
Time: 11:04:41 
SUPERVISOR NAME: 

KIRK I KIMBALL 
SOLUTION LOT #: 12-05-040M 
SOLUTION CONCENTRATION: 0.040 
BLANK TEST 0.000 11:05 
CALIBRATION CHECK PASSED 11:05 
Simulator Timed Out 

D M T Serial Number #100170 Page 1 of 1 08/11/2011 11:06 A M 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/11/2011 
Time: 13:03:22 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 11-33-080 
SOLUTION CONCENTRATION: 0.080 

0.000 13:04 
PASSED 13:04 

D M T Serial Number #100170 Page 1 of 1 08/11/2011 1:05 PM 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/11/2011 
Time: 13:51:14 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-03-160 
SOLUTION CONCENTRATION: 0.161 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 

0.000 
PASSED 

13:52 
13:52 

D M T Serial Number #100170 Page 1 of 1 08/11/2011 1:53 PM 



A C C U R A C Y & P R E C I S I O N R E P O R T 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/11/2011 
Time: 13:54:15 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-03-160 
SOLUTION CONCENTRATION: 0.161 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 

0.000 13:55 
PASSED 13:55 

D M T Serial Number #100170 Page 1 of 1 08/11/2011 1:58 PM 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 

Date: 08/11/2011 
Time: 14:20:52 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 11-34-400 
SOLUTION CONCENTRATION: 0.400 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 

0.000 
PASSED 

14:21 
14:21 

D M T Serial Number #100170 Page 1 of 1 08/11/2011 2:22 PM 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/11/2011 
Time: 14:16:42 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 11-34-400 
SOLUTION CONCENTRATION: 0.400 

BLANK TEST 0.000 14:17 
CALIBRATION CHECK PASSED 14:17 

Simulator Timed Out . 

D M T Serial Number #100170 Page 1 of 1 08/11/2011 2:19 PM 



A C C U R A C Y & P R E C I S I O N R E P O R T 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/12/2011 
Time: 08:30:38 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-01-040A2 
SOLUTION CONCENTRATION: 0.040 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 

0.000 
PASSED 

08:31 
08:31 

D M T Serial Number #100170 Page 1 of 1 08/12/2011 8:32 A M 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/12/2011 
Time: 11:49:51 
SUPERVISOR NAME: 

KIRK I KIMBALL 
SOLUTION LOT #: 11-38-020 
SOLUTION CONCENTRATION: 0.020 

BLANK TEST 0 .000 11: :50 
CALIBRATION CHECK PASSED 11: :50 
SIMULATOR VAPOR 33. 6°C C .022 11: :51 
SIMULATOR VAPOR 33. 6°C 0 .021 11: :52 
SIMULATOR VAPOR 33. 7°C 0 .021 11: :53 
SIMULATOR VAPOR 33. 6°C 0 .020 11: :54 
SIMULATOR VAPOR 33. 6°C 0 .020 11: :55 
SIMULATOR VAPOR 33. 6°C 0 .020 11: :56 
SIMULATOR VAPOR 33. 7°C 0 .020 11 :57 
SIMULATOR VAPOR 33. 6°C 0 .020 11: :5S 

Simulator Temperature Too Low 
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A C C U R A C Y & P R E C I S I O N R E P O R T 

STATE OF VERMONT 
DataMater DMT: 100170 

Date: 08/12/2011 
Time: 14:05:41 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 11-33-080 
SOLUTION CONCENTRATION: 0.080 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 

0.000 
PASSED 

14:06 
14:06 

D M T Serial Number #100170 Page 1 of 1 08/12/2011 2:09 PM 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/12/2011 
Time: 14:34:23 
SUPERVISOR NAME: 

KIRK L KIMBALL 

SOLUTION LOT #: 12-03-160 
SOLUTION CONCENTRATION: 0.161 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 

0.000 
PASSED 

14:35 
14:35 

D . V T Ssricj NBEfesr #100170 Page 1 of 1 08/12/2011 2:36 PM 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/12/2011 
Time: 14:38:35 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-03-160 
SOLUTION CONCENTRATION: 0.161 
BLANK TEST 0.000 14:39 
CALIBRATION CHECK PASSED 14:39 
Simulator Timed Out 

D M T Serial Number #100170 Page 1 of 1 08/12/2011 2:40 PM 



A C C U R A C Y & P R E C I S I O N R E P O R T 

STATE OF VERMONT 
DataMater DMT: 100170 
Date: 08/15/2011 
Time: 09:29:50 
SUPERVISOR NAME: 

KIRK L KIMBALL 

SOLUTION LOT #: 11-33-0801 
SOLUTION CONCENTRATION: 0.080 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 

0.000 
PASSED 

09:30 
09:30 

D M T Serial Number #100170 Page 1 of 1 08/15/2011 9:31 A M 


